
QuickStart Information For further information, consult Operating Instructions

1. SETTING UP 4. SHARPENING2. FIXATING

Facial surface
Terminal shank

3. ALIGNING

1. Move sharpening head into locking position.
2. Insert sharpening stone.

3. Move archbow to position «3». 2. Hold the terminal shank vertical and place
the blade into “V-shaped” positioning pin.

3. Clamp instrument into place by turning
handle to “close” position.

Scaler, Universal Curette, Gracey Curette

1. Align facial surface horizontally by adjusting
archbow up or down.

1. Place magnetic crossbeam onto
facial surface.

2. Magnetic crossbeam will slope towards
cutting edge. Align facial surface by
adjusting clamping casing left or right
into locked position.

Gracey Curette

1. Start machine by pushing blue button.

2. Sharpening: place hands on blue revolving
plate to move sharpening head:

Scaler: Both sides. Never around the tip!
Universal Curette: Both sides and around
the toe.
Gracey Curette: The formerly slanting side
and around the toe.

3. Check sharpness with acrylic testing rod.
4. Gracey Curette: Set clamping casing back

to original position.
5. Remove the instrument by turning handle

to “open” position.

Protective cap!

«open»
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1. Turn fixation handle to “open” position.
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